
EXHALE
VALVE

POP-OFF
VALVE

NOTE: POP-OFF VALVE
           MUST BE CLOSED
           TO VENTILATE PATIENT

PATIENT BREATHING HOSES:
36" HOSE --- 201A1615
48" HOSE --- 201A1616
60" HOSE --- 201A1617

 

PATIENT WYE
200A2682

OXYGEN
FLOWMETER

DISS O2 DEMAND WYE:
    150A1691 (GREEN)
    150A1692 (WHITE)
              ~OR~
DISS O2 DEMAND WYE 90 :
    150A2951 (GREEN)
    150A2956 (WHITE)

SUPPLY HOSE
(CAN BE CUSTOM

SUPPLIED BY HEMC)

DISS O2 SUPPLY HOSE, 4'
    000A0489 (GREEN)
    000A0490 (WHITE)

VETERINARY
ANESTHESIA
MACHINE

ABSORBER

INHALE
VALVE

*AIRWAY PRESSURE
SAMPLING TEE W/ TUBING

000A2420A

BAG
CONN.

*BREATHING
SYSTEM HOSE
3'---201A1615
4'---201A1616

DRIVING
GAS

50 PSI
SUPPLY

GAS INLET

PRESSURE
TRANSDUCER

DRIVING GAS

EXHAUST TO SCAVENGER*DRIVE GAS TUBE
000A0495

19mm SCAV.
HOSE

201A3367

BREATHING
SYSTEM

VETERINARY  ANESTHESIA
VENTILATOR  MODEL 2000*

HALLOWELL  EMC

              BELLOWS
0-300mL           000A0089
300-1600mL     000A0090
1600-3000mL   000A0088

*COMPONENTS SUPPLIED WITH
  MODEL 2000 VENTILATOR

DWGB0151

   BELLOWS HOUSINGS
0-300mL           200A2288
300-1600mL     200A2289
1600-3000mL   200A1867

EXHAUST TO ROOM AIR
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